[Strain gauge transducer for recording gastrointestinal motility in unanesthetized animals (author's transl)].
An improved method for preparing strain gauge transducers for recording gastrointestinal motility is described. The advantages and disadvantages of the strain gauge transducers in comparison to other methods are discussed.